
Session1 *.PLA 1 2 ########

Session:

Session: Session1 *

Plate format: 96 wells

Area: A1 - H12

Measurement type: 0 Single

Measurement mode: 1 Precision

Wavelength (nm): 570

Required temp (Â°C): 23

Shaking: 0 No

Duration (hh:mm:ss): 0:00:00

Shaking speed: 1 Medium

Run:

Instrument: Multiskan GO 1.00.40

Serial number: 1510-03964

Start time: ########

Stop time: ########

Start temperature: 23.5

Stop temperature: 23.5

Data: 570 nm

1 2 3 4 5 6 7 8

A 1.168 1.6385 3.5929 1.5458 2.2734 1.1663 1.3893 1.2856

B 0.6364 1.3588 0.633 0.6394 0.7275 2.0483 1.5255 3.1277

C 0.9054 1.2292 1.3731 1.1301 0.0467 0.0474 0.0472 0.0496

D 0.0474 0.0465 0.0459 0.0467 0.0471 0.0486 0.0551 0.048

E 0.0474 0.047 0.0474 0.0471 0.0467 0.0468 0.0473 0.0464

F 0.0472 0.0467 0.0464 0.0463 0.0488 0.0472 0.0424 0.0468

G 0.0467 0.0474 0.0467 0.0473 0.0505 0.0469 0.7013 0.6627

H 0.0468 0.0486 0.0489 0.049 0.0471 0.0481 0.5842 0.637

Checksum 17309



9 10 11 12

0.5848 0.8516 0.3788 0.3918

0.4155 0.4279 0.4562 0.4072

0.5225 0.557 0.4925 0.4621

0.7673 0.5637 0.6981 0.6689

0.4122 0.5025 0.4595 0.6285

0.4982 0.5143 0.2331 0.7064

0.52 0.8248 0.8553 0.4414

0.5148 0.4875 0.4319 0.4862


