



[image: ]



Přeskočit na horní lištuPřeskočit na hlavičkuPřeskočit na obsahPřeskočit na patičku

	

	
		
			
	
		
			
				
				
	
		
			
			

			
				
			

		

	

	


EN
			

		

	


			
			
	
		
	

	
		
		
        

        



	



	
		
		
	



	
		  > Publikace > Comparison of two quality control methods of POC glucometers in University Hospital Brno[image: ]
	



	
		
Comparison of two quality control methods of POC glucometers in University Hospital Brno

	

	
		

	




	
		
			
		

	



		

		
	
	
			WIEWIORKA, Ondřej a Milan DASTYCH. Comparison of two quality control methods of POC glucometers in University Hospital Brno. In The 4th Joint EFLM-UEMS Congress“Laboratory Medicine at the Clinical Interface”Warsaw, Poland, 21th–24th September, 2016. ISSN 1434-6621. doi:10.1515/cclm-2016-0657. 2016.
	

				
				Další formáty:  
				BibTeX
				LaTeX
				RIS
				

				@proceedings{1369166,
   author = {Wiewiorka, Ondřej and Dastych, Milan},
   booktitle = {The 4th Joint EFLM-UEMS Congress“Laboratory Medicine at the Clinical Interface”Warsaw, Poland, 21th–24th September, 2016},
   doi = {http://dx.doi.org/10.1515/cclm-2016-0657},
   keywords = {Point of care; Glucometers; hosPOC; Quality control},
   language = {eng},
   title = {Comparison of two quality control methods of POC glucometers in University Hospital Brno},
   url = {https://www.degruyter.com/downloadpdf/j/cclm.2016.54.issue-10/cclm-2016-0657/cclm-2016-0657.xml},
   year = {2016}
}



				TY  - CONF
ID  - 1369166
AU  - Wiewiorka, Ondřej - Dastych, Milan
PY  - 2016
TI  - Comparison of two quality control methods of POC glucometers in University Hospital Brno
KW  - Point of care
KW  - Glucometers
KW  - hosPOC
KW  - Quality control
UR  - https://www.degruyter.com/downloadpdf/j/cclm.2016.54.issue-10/cclm-2016-0657/cclm-2016-0657.xml
L2  - https://www.degruyter.com/downloadpdf/j/cclm.2016.54.issue-10/cclm-2016-0657/cclm-2016-0657.xml
N2  - This publication compares two methods of quality control for hosPOC glucometers. The results show significantly better results (precision) in the method which uses external standardized material for QC compared to the method comparing values with the laboratory. This points to a systemic use of glucometers with patients in contraindicative status. This discrepancy may be diminished by the improvement of nurses training.
ER  - 



				WIEWIORKA, Ondřej a Milan DASTYCH. Comparison of two quality control methods of POC glucometers in University Hospital Brno. In \textit{The 4th Joint EFLM-UEMS Congress“Laboratory Medicine at the Clinical Interface”Warsaw, Poland, 21th–24th September, 2016}. ISSN~1434-6621. doi:10.1515/cclm-2016-0657. 2016.

				



			Základní údaje
	Originální název	Comparison of two quality control methods of POC glucometers in University Hospital Brno
	Autoři	WIEWIORKA, Ondřej (203 Česká republika, garant, domácí) a Milan DASTYCH (203 Česká republika, domácí).
	Vydání	 The 4th Joint EFLM-UEMS Congress“Laboratory Medicine at the Clinical Interface”Warsaw, Poland, 21th–24th September, 2016, 2016. 


			Další údaje
	Originální jazyk	angličtina
	Typ výsledku	Konferenční abstrakt
	Obor	10600 1.6 Biological sciences
	Stát vydavatele	Polsko
	Utajení	není předmětem státního či obchodního tajemství
	WWW	 Odkaz
	Impakt faktor	Impact factor: 3.432
	Kód RIV	RIV/00216224:14110/16:00093101
	Organizační jednotka	Lékařská fakulta
	ISSN	1434-6621
	Doi	http://dx.doi.org/10.1515/cclm-2016-0657
	UT WoS	000428194700001
	Klíčová slova česky	Point of care; glukometry; hosPOC; kontrola kvality
	Klíčová slova anglicky	Point of care; Glucometers; hosPOC; Quality control
	Příznaky	Mezinárodní význam
	Změnil	Změnil: Mgr. Ondřej Wiewiorka, Ph.D., učo 268672. Změněno: 23. 1. 2017 15:31.

	Anotace
	This publication compares two methods of quality control for hosPOC glucometers. The results show significantly better results (precision) in the method which uses external standardized material for QC compared to the method comparing values with the laboratory. This points to a systemic use of glucometers with patients in contraindicative status. This discrepancy may be diminished by the improvement of nurses training.

	Anotace česky
	Tato publikace se zabývá porovnáním dvou metod kontroly kvality u nemocničních glukometrů. Z výsledků plyne daleko menší rozpětí hodnot (preciznost) při měření externího kontrolního materiálu oproti metodě srovnávání výsledků glukometrů a laboratoře. To ukazuje na systematické používaní nemocničního glukometru u pacientů ve stavu kontraindikovaném pro měření. Řešení by mohlo být zlepšení školení sester při práci s glukometry.


					Návaznosti
	MUNI/A/1056/2015, interní kód MU	Název: Příspěvek chemických a biochemických metodik ke studiu molekulární podstaty vybraných patologických stavů a onemocnění (Akronym: bichepat)
	Investor: Masarykova univerzita, Příspěvek chemických a biochemických metodik ke studiu molekulární podstaty vybraných patologických stavů a onemocnění, DO R. 2020_Kategorie A - Specifický výzkum - Studentské výzkumné projekty


			


VytisknoutZobrazeno: 9. 4. 2024 04:37



		
		
			
	
		

	Další aplikace

		Publikace
	Informační systém





	

	
		
			
	IS MU
	
		Informační systém Masarykovy univerzity
		
			Více o IS MU, provozuje Fakulta informatiky MU
		

		
	




	
	Potřebujete poradit?
	istech[image: (zavináč/atsign)]fi[image: (tečka/dot)]muni[image: (tečka/dot)]cz


	
		Nápověda
	

	
		
			
				
			

		

	




	
		9. 4. 2024 | 04:37
		Aktuální datum a čas
	

	
	
	Použití cookiesPřístupnost





			

			

		

		
			Nahoru
		
	

		

	










